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ABSTRACT 43-5101 


The Variable Frequency Pulse Phase-Locked Loop (VFPPLL) instrument is 
currently being used to non-invasively evaluate the human skull for increases in 
intracranial distances brought about by increases in intracranial pressure. It is 
designed to determine distance changes, in the sub-micron range, calculated from 
changes in frequency of an ultrasonic toneburst produced by a transducer, traversed 
through the skull and received back by the transducer. A bench test model of the 
human skull will calibrate the VFPPLL by comparing known distance changes to the 
VFPPLL derived distance changes, and thereby verify the accuracy of the instrument. 
Additionally, the bench test model will determine a broad range of operating limits 
on temperature, pressure and elongation over which the VFPPLL can operate 
accurately. Each of the three models made demonstrates a different effect on the 
frequency change based on the different parameters, i.e. temperature, pressure or 
elongation. The Open Channel Model compares closely approximated elongations 
with VFPPLL derived elongations, showing favorable results for calibration of the 
VFPPLL instrument. Specifications for creating a bench test model of the human 


skull for testing the VFPPLL instrument are established in this thesis. 
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I. INTRODUCTION 


A. BACKGROUND AND SIGNIFICANCE 

Space motion sickness and headaches can be significant problems astronauts wiil 
experience during spaceflight. Seventy-three percent of Shuttle astronauts exhibit symptoms 
of space motion sickness which may persist through the first three days of flight and have an 
adverse affect on crew performance and mission progress [Ref. 1]. These symptoms can 
include, but are not limited to, headache, nausea, vomiting, lethargy, eoncnener and 
malaise, which may significantly impair astronaut performance during that period. A 
definitive cause for these headaches and space motion sickness still remains unclear, but the 
symptoms may result, at least in part, from alterations in intracranial circulation and 
intracranial pressure (ICP) [Ref. 2]. On Earth, abnormally elevated ICP occurs in 50-75% 
of patients experiencing severe head trauma [Ref. 3]. In documented cases where ICP 
increases to values exceeding 20 mmHg, a 95% mortality rate has been observed. Secondary 
brain injury due to severe head trauma can therefore be greatly reduced by immediate 
detection and treatment of elevated ICP. Of military significance, historically nearly 20% of 
all head injuries sustained in combat have been non-skull-penetrating [Ref. 4]. With better 
protective equipment, i.e., Kevlar helmets, and the use of armored vehicles on the battlefield, 
the relative frequency of severe non-skull-penetrating head injuries will likely increase. 
Reduction, and eventual prevention, of secondary brain injuries in the field following head 


trauma can be accomplished most easily by the prompt detection and treatment of hematomas 


and of waves on intracranial pressure elevation that accompany loss of cerebrovascular 
autoregulation, cerebral edema, seizures and infection [Ref. 5]. 

Intracranial pressure has the potential to be a critical parameter for understanding 
physiological responses during exposure to microgravity. A better understanding of time 
course changes in ICP during exposure to microgravity could aid our understanding of the 
pathophysiology of space adaptation syndrome and improve treatment and performance of 
astronauts during early flight. Elevated intracranial pressure can lead to reduced brain 
perfusion, which in turn leads to reduced brain oxygenation and ultimately impaires crew 
performance. It can also lead to vestibular dysfunction, which leads to space adaptation 
syndrome (SAS), and further reduces crew performance. In the January 1994 Joint National 
Aeronautics and Space Administration (NASA)/National Institutes of Health (NIH) 
Workshop on Research in the Microgravity Environment, intracranial pressure was labeled 
as one of the most important parameters to investigate for problems astronauts can experience 
during spaceflight and for several diseases or cases of traumatic head injuries of patients on 
Earth. Intracranial pressure though has been an extremely difficult parameter to measure 
because of the invasive nature of the techniques currently available [Ref. 6], techniques which 
are impractical for use in space or in the combat environment. 

B. INTRACRANIAL PRESSURE (ICP) MEASUREMENT TECHNIQUES 

Several invasive methods are available for clinical use in life threatening situations 
[Refs. 7 and 8]. The intraventricular pressure ([VP) method involves the insertion of a 
catheter into the lateral ventricle and the fluid-coupling of this catheter to a strain gage. This 


procedure is still used as a reference method of monitoring intracranial pressure [Ref. 9]. 


Extraventricular ICP systems employ subdural fluid filled pressure monitoring devices 
[Ref. 7] and semi-conductor pressure transducers [Refs. 10 and 11]. Commercially available 
extradural pressure (EDP) monitoring devices have been used in clinical settings, but show 
unacceptable discrepancies between intraventricular pressure (IVP) and EDP recordings 
[Refs. 9 and 12]. Other types of indirect long term ICP measurement techniques can be 
utilized, but all require substantial surgical intervention which involves considerable high risk 
to the patient due to the risk of infection and limited monitoring periods. 

The inherent limitations of the above invasive methods of measuring and monitoring 
intracranial pressure indicate the need for an ICP measurement technique that is noninvasive 
and accurate. The noninvasive monitoring technique employed should have direct correlation 
with ICP and be highly sensitive to changes in ICP, as the changes are small in magnitude and 
difficult to detect. Of great importance, in addition to the former, the technique should be 
safe, reliable and easily performed [Ref. 13]. 

Although the skull is often assumed to be a ngid container with constant volume, 
sensitive measurements indicate that the skull expands with increasing intracranial pressure 
[Refs. 14 and 15]. Early noninvasive diagnosis of increasing ICP may help manage and 
prevent secondary brain injury caused by head trauma, brain tumors, brain edema, or 
infection. Investigation into the use of ultrasound to noninvasively measure the slight changes 
in intracranial volume (ICV), assuming ICV is directly proportional to intracranial diameter 
(or distance) (ICD), that occur coincidentally with changes in ICP is ongoing. A relatively 
new instrument based on a pulsed phase-lock loop (PPLL) technology concept has been 


developed to measure the ultrasonic phase velocity accurately in condensed matter [Ref. 16]. 


The instrument transmits a 500 kHz ultrasonic toneburst through the cranium via a transducer 
placed on the side of the skull. The ultrasonic wave passes through the cranial cavity, reflects 
off the inner surface of the skull on the opposite side, and is received back by the same 
transducer. The device then uses a phase comparison technique to quantify distance across 
the skull [Ref. 16]. 

The purpose of the experimentation done for this thesis 1s to develop and test a bench 
test model for the PPLL instruments. The main requirements of the bench test model are to 
calibrate the PPLL and establish broad operating limits on temperature, pressure and 


elongation over which the PPLL can operate accurately. 


Il. THE PULSE PHASE-LOCKED LOOP INSTRUMENT 


A. BACKGROUND 

Dr. W. Tom Yost and Dr. John H. Cantrell, of the NASA-Langley Research Center 
have patented the constant frequency pulse phase-locked loop (CFPPLL) instrument. The 
variable frequency pulse phase-locked loop (VFPPLL) instrument elements are identical to 
the CFPPLL, with the exception of the constant frequency source and the phase shift 
circuitry. The VFPPLL is a device whose operating frequency is changed during the course 
of a measurement procedure. It was developed through measurements of externally simulated 
small changes in velocity and path lengths in different types of solid media. Both the CFPPLL 
and the VFPPLL operate by using the output of a phase detector that compares the phase of 
a signal from a sample, in this case a human subject, to a reference signal. A selected portion 
of the signal received back from the subject is fed through an integrator circuit to a control 
loop that alters the signals to the phase detector until its output is nulled. At the point when 
the phase detector's output is nulled, the system stabilizes and the instrument output signal 
is recorded [Ref. 16]. Figure 2.1 is a block diagram of the CFPPLL instrument for 
comparison with Figure 2.2, the VFPPLL instrument [Ref. 16]. 

All model testing for this thesis was done using the VFPPLL, but they could be used 
with the CFPPLL, by measuring different parameters; i.e., the VFPPLL measures changes in 
frequency while the signal phase is held constant (phase comparison), and the CFPPLL 
measure changes in signal phase while the frequency is held constant (frequency comparison). 


The CFPPLL was not available for testing. 


FUG. 2. A block: dingran: of the xarndbie eqgency-pubved phasc-iocked aor (VEPPLLS mstrumen: 





Figure 2.1 Block Diagram of the VFPLL Instrument [Ref. 16]. 





FUG. i. A Deck diagram of the constant frequency phase-locked loop (CE PPL: mstrument, 


Figure 2.2 Block Diagram of the CFPPLL Instrument [Ref. 16]. 


B. OPERATION 

Basic operation of the VFPPLL can be understood by first discussing the basic 
principles of the CFPPLL instrument. It begins with a constant frequency oscillator and two 
signal paths. Along the measurement path, the acoustic signal is generated and amplified after 
traveling through the acoustic medium and after the signal has been.electroconverted by the 
transducer. The second path, including a voltage-controlled phase shifter, is the reference 
path used for the phase comparison with the measurement path. The phase detector then 
detects the relative phase difference between the reference path and the measurement path 
with an output voltage that is directly proportional to the cosine of that phase difference. The 
control voltage to the voltage-controlled phase shifter is automatically changed until the 
output is zero volts, a condition of quadrature between the reference path signal and the 
measurement path signal. A calibration procedure utilizing a line stretcher in the reference 
path permits the conversion of the change in control voltage to a change in phase shift 
between the two paths. This change in phase shift is the parameter from which changes in 
intracranial distance are determined by calculation. In the VFPPLL instrument, the frequency 
of the voltage control oscillator is changed by the loop control circuit until quadrature 
between the reference path signal and the measurement path signal is obtained, and the 
frequency observation is the parameter from which intracranial distance changes are 
calculated [Ref. 16]. Figure 2.3 shows the actual VFPPLL instrument used in the Space 
Physiology Laboratory at NASA Ames Research Center. Figure 2.4 is the VFPPLL with a 
view of the Polyvinyl Chloride (PVC) model connected for testing and is a full set-up, 


excluding the strain gage box and switching unit (discussion to follow in Chapter IIT). 





2 


Figure 2.3 The VFPPLL Instrument. 





Figure 2.4 The VFPPLL Instrument with 
PVC Model. 








Figure 2.5 is an artists’ conception of a human skull with transducer attached on the 
nght side of the skull, to the left in the figure [Ref: 2]. It depicts the path the ultrasound 
toneburst takes when traversing the skull and shows the equation relating frequency to 


elongation. 


8: 
Xo = initial path length 
f = frequency 





Figure 2.5 Artist Conception of the Human Skull [Ref. 2]. 
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C. FREQUENCY EQUATIONS 
The basic governing equation used to calculate elongation in the human skull, i.e., 


intracranial distance changes from frequency readings of the VFPPLL is given by 


Ax = -X,° of 
Up (2.1) 
[Ref. 2] 
or rearranged, 
Ax 
Mis 2.2) 


where 

Af = the change in frequency 

f . =the initial frequency of the comparing frequency observations 

X, = the initial path length or intracranial distance 

Ax = the change in path length, i.e., the change in intracranial distance. 

The change in intracranial distance, however, is affected by the other parameters, specifically 
temperature and pressure. The proposed expanded frequency equation shows that the change 
in frequency observed by the VFPPLL when measuring intracranial distances changes is given 
as 


AY (Ax, f, p) = ch Bee Cl) ea 
(2.3) 


1] 


where 
T = temperature 
p = pressure 
Ax = initial intracranial distance 
¢, = constant for pressure term 
c, = constant for elongation term 

The effects of temperature, pressure and elongation on the operating accuracy of the 
VFPPLL are explored in this thesis, as well as the proposed expanded frequency equation. 
Chapter IV will detail the results of the three different models tested and indicate when the 
frequency observations of the VFPPLL are affected more by the pressure term of the 
frequency equation than by the elongation term, and when the elongation term of the 


frequency equations outweighs the effect of the pressure term. 
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Ill. PURPOSE OF TESTS 


A. MOTIVATION 

The bench test model needs to simulate and accurately measure the expansion in an 
actual human skull. The VFPPLL has certain operating limits on parameters such as 
elongation, temperature and pressure, and the bench test models will determine rough 
limits on these parameters. The VFPPLL must also be calibrated, and the bench test 
model needs to calibrate the measurement capabilty of the device. The tests discussed in 
this chapter are initial tests used to determine broad ranges for the operating parameters, 
and further studies with more refined equipment is needed to establish tighter upper and 
lower limits. 
B. MODELS 

a. Aluminum Model 


Figure 3.1 is the Aluminum Model. 





Figure 3.1 The Aluminum Model. 
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a. Description 

When testing this model, it became apparent that both temperature and 
pressure had significant effects on the operating limits of the VFPPLL. This afforded the 
opportunity to explore the ranges of these parameters for correct operation of the VFPPLL. 

This model, as seen in Figure 3.1, is made of 6061-T6 Aluminum with steel 


endcaps. The physical dimensions were taken with a micrometer, and are accurate to within 


+/- 0.5 jum. The dimensions and physical parameters as listed in Table 3.1. 


E G outer inner thickness length 
Material radius radius 
(GPa) (MPa) ke : (mim) (mm) (mm) (mm) 


Aluminum | 7000 | 25.51 | 0.3719 | 2710 | 95.00 | 49.986 | 48.486 149.586 
> 200.00 | 79.29 | 0.2611 | 7860 | 250.00 | 49.986 


Table 3.1 Aluminum Model Parameters. 





where E = the modulus of elasticity, G = the shear modulus, v = Poisson’s 
ratio, p = density and o, = yield strength. [Ref. 17] 
The steel endcaps are threaded and screw into both ends of the thin aluminum 
cylinder, and a water and pressure tight seal is provided by an o-ring. The outer ends of the 
steel endcaps have grooves for placement of a spanning wrench, and during testing the 
aluminum cylinder is filled with water by removing the steel endcaps with this spanning 


wrench. The model is elongated, both radially and axially, by increasing the pressure inside 
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the model though a Schraeder valve using a standard bicycle pump. The elongation is 
measured using two strain gages, one attached in the axial direction and the other attached 
in the radial direction. They are strategically glued to the top of the model, with the wires 
taped down for protection from outside influence. Finally, a half-circle shaped piece of 
acrylic, with a diameter of approximately 1.75", is glued to an outer steel endcap (opposite 
end from the Schraeder valve) to hold the transducer in place. 

The aluminum model (as well as the Polyvinyl Chloride (PVC) model, 
discussion to follow) is supported using a cradle-like wooden structure, as seen in Figure 3.1. 
It is constructed out of pine, and leveled to provide a relatively flat surface area on which the 
model was supported for testing. The purpose of the cradle is to reduce surface area contact 
of the model to minimize friction, allowing for optimum elongation. 

The aluminum model is designed as a thin-walled cylindrical pressure vessel. 


Equations for stress and strain in the axial and hoop directions are given as 


pr, 
oO -_ 
. i 
(3.1) 
[Ref. 18] 
pr; 
es 
2t 
(3.2) 
[Ref. 18] 


where 6, is the hoop stress and o, is the axial stress, and 


| ( 1 te af ah v 
,= —19,-vo,] = —| — - v—] - —J1-— 
E ie t 2t Et Z 


(3.3) 
[Ref. 18] 
a ca a i 
Ce mS Ce) re | ay 
E EN 2t t Ete? 
(3.4) 
{Ref. 18] 


where &, is the hoop strain and ¢, is the axial strain, and 
E = modulus of elasticity 
p = pressure 
r; = radius, inner 
t = thickness 
The elongation of the model is directly proportional to the axial strain, 
assuming first order strain as an approximation. The relationship of axial strain to elongation 


in the axial direction is given as 


where x, is the initial length. (3.5) 


Rearranging Equation (3.5) yields elongation in the axial direction as 
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Ax=e€ -x (3.6) 


The theoretical expansion of this model in the axial direction is based on a 


combination of Equations (3.4) and (3.6) and is given as 


r 
Nien ieee a PA Ly). . (3.7) 
Ei 2 


The elongation of the model in the axial direction is primarily due to the expansion of the 
aluminum in the same direction, although a small amount of expansion can be attributed to 
the steel endcaps. Using Equation (3.7), the elongation of the steel endcaps accounts for less 
than 3 percent of the total elongation and is therefore considered negligible. 

b. Set-up 

Testing of the aluminum model concentrated on finding the combined effects 
of temperature and pressure on the function of the VFPPLL. Three temperature ranges were 
explored for their individual effects on the operation of the device. Three trials were 
conducted in the “hot” temperature range, three in the “room” temperature range and three 
in the “cold” temperature range. Table 3.2 illustrates the temperatures recorded in each trial 


and the average temperature used in the overall analysis. 
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not available 


Table 3.2 Temperature Data for Aluminum Model Testing. 





One endcap of the model is removed and the cylinder is filled with water, enough so 
the ultrasound wave will travel through water, but not too much so that air cannot be pumped 
in to pressurize the model. The temperature of the water is initially observed and recorded, 
and the endcap is replaced. The model is placed in the wooden cradle and the strain gage 
wires are checked for proper operation. The pump is then connected to the aluminum 
model’s Schraeder valve for pressurization during testing. The transducer is placed in the 
acrylic cradle, and the testing is ready to proceed. Figure 3.2 illustrates a partial set-up, which 
includes the strain gage box and switching unit, connections to the model, and bicycle pump. 
The white wire to the right of the PVC model in Figure 3.2 is the transducer wire which 
connects to the circuitry of the VFPPLL. Note the model illustrated in this figure is the PVC 


model, not the aluminum model. 
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Figure 3.2 Partial Testing Set-up with PVC Model. 


Cc. Procedure 

Three trials were conducted for each of the three temperature ranges. Data 
collected includes the date, the time of the trial (to ensure the temperature remained relatively 
constant over the data collection period), the temperature (for the first and third trial; for the 
second trial no temperature was recorded due to the difficulty of removing the steel endcaps 
quickly), the pressure introduced to into the aluminum model, the strain gage readings from 
both the axial and radial strain gages (in microstrain), and the frequency of the VFPPLL. 
Pressure was steadily increased inside the model from 0 - 140 psi, while each temperature 
range was kept relatively constant, i.e., over the short duration of the test (approximately ten 
minutes), the temperature was assumed to be constant and the value used for analysis was an 
average of the first and third temperature readings as seen in Table 3.2. Recorded data was 


analyzed using Microsoft EXCEL and will be shown in Chapter IV. 
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2. PVC Model 


Figure 3.3 is the PVC Model. 





iv i 
ee ee 


Figure 3.3 The PVC Model. 


C. Description 

The PVC model is designed to calibrate the VFPPLL. It is made of the 
composite material Polyvinyl Chloride. The endcaps are made of a strong plastic used in 
standard plumbing projects. The endcaps are glued to the PVC piping using a PVC adhesive 
compound that melts the plastic and the PVC materials together to form a water and pressure 
tight seal. The attachment of the endcaps to the PVC piping is further reinforced by four 
bolts per end for safety. Due to the yield strength of the material and the strength of the 
endcap bonds, the PVC pipe model will not withstand near the pressure increase within its 
walls as the aluminum model. For this reason, and the fact that the attachment of the endcaps 
is much more rigid in the aluminum model than in the PVC model (due to the threaded 


endcaps), the PVC model requires that additional safety measures be taken. Since the 
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endcaps are fixed, the introduction of water into the model had to be accomplished by 
different means. A pipe fitting was used with a threaded screw for water tight integrity, and 
a funnel was used to pour water into the model. Pressure was again pumped into the model 
via a Schraeder valve using a standard bicycle pump. Two strain gages were fixed to the top 
of the PVC model, as on the aluminum model, and the wires were taped for equipment safety. 


A transducer holder was not needed for this model, as the shape of the endcap allowed it to 


act as a natural holder. Table 3.3 gives approximate values for the dimensions of the PVC 


model. 


ia ae 


aE 3.3 Physical Dimensions —— the PVC a 





b. Set-up 

Testing of the PVC model concentrated on the relationship between frequency 
and elongation of the model, and interaction with the VFPPLL. In the aluminum model, the 
observed relationship between frequency and elongation was: as elongation increased, 
frequency increased due to greater effects by the pressure rather than by the elongation. In 
this model, a much more compliant material was used, so that the elongation would have a 


greater effect than the pressure on frequency. 
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The PVC model cylinder was filled with water using a funnel, to the same 
relative level as in the aluminum model; enough water so the ultrasound wave would pass 
through the water to simulate human brain tissue, but not too much that air could not be 
pumped into the model to pressurize it. The trials were run with water at room temperature, 
as there was no concern here the effect of temperature, just the effect of pressure. Since there 
were no temperature concerns, the strain gages were connected last with no time constraints 
on equipment set-up. The model was again placed in the wooden cradle for support and 
resistance to frictional effects during the elongation testing of the model. Finally, the pump 
connection was made to the Schraeder valve on the PVC model, the transducer is placed in 
the endcap and testing is ready to begin. Figure 3.4 is a side view of the PVC model partial 
set-up with the model connected to the strain gage box and switching unit equipment. The 
transducer is cradled in the endcap of the model, and the wire (to the left in the figure) 


stretches outward to connect to the VFPPLL instrument circuitry. 






"all si ie mt ” . 3 “3 eaneat 
Figure 3.4 Side View of PVC Model Set-up. 
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Cc. Procedure 
Data collection in testing the PVC model is not time or temperature critical, 
so more trials can be conducted without worrying about temperature effects. Since the 
accuracy of measurement of the VFPPLL is limited to small elongations, possibly only one 
wavelength, and the pressure threshold is considerably less than that of the aluminum model, 
these trials require fewer pressure steps than in the aluminum model. In the PVC model, the 
pressure is increased much more gradually, to a maximum pressure of less than 20 psi, 
whereas in the aluminum model the pressure increases in steps of 10 psi up to 140 psi. Data 
collected includes frequency readings by the VFPPLL and radial (hoop) strain. Pressure 
readings were not collected as the graduations were too small to be read by the pressure gage. 
Both strain readings could not be read at the same time with the equipment available. A strain 
box and switching unit were available, but considerable fluctuations in the strain values 
resulted when attempting to switch from reading one strain gage to reading the other due to 
continual pressure loss from the PVC model. Detailed analysis and results are presented with 
Microsoft EXCEL files in Chapter IV. 
Se Open Channel Model 


Figure 3.5 is the Open Channel Model. 
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a. Description 


The open channel model is the final “bench test’’ calibration model for the 
VFPPLL instrument (for purposes of this thesis). It primarily demonstrates the relationship 
between frequency and elongation, but does not have the accuracy required to be a stand 
alone model for calibration purposes. This model uses a rough measurement technique, 
utilizing a 4.25" long screw with 1/32" threads, to effect elongation. It lacks precision due 
to the fact that, when the screw is turned to effect elongation, human error can account for 
a major difference between effected (theroetical) and measured elongation. 

The open channel model, as seen in Figure 3.5, is simplistic in design. Primary 
operation of this model is based on two reflective surfaces, one at each end, off which the 
ultrasound wave from the VFPPLL instrument is reflected and the distance between them 
indirectly measured through a change in frequency (see Chapter I] on the VFPPLL instrument 


for details on how this is accomplished). The two surfaces are of acryllic material which act 
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as good reflectors, i.e., they show a clear reflection of the ultrasound wave from the VFPPLL 
off their surfaces, which is necessary in determining the initial measured distance (x,). On one 
end the reflective acrylic surface is fixed to stand at a 90° angle to the base and is riveted in 
place with a piece of aluminum to hold the plate firmly in place. The other reflective surface 
is not fixed, but is allowed to move to effect distance changes. It is riveted to “L” shaped 
aluminum flanges to allow it to be as level as possible with the base of the model for smooth 
movement along the flat surface. The base of the open channel model is aluminum and painted 
with non-reflective black paint on the bottom. Table 3.4 gives approximate values for the 


physical dimensions of this model. 


height 


[width] 


reflective surface - fixed 


reflective surface - moveable 





Table 3.4 Physical Dimensions of the Open Channel Model. 


The elongation of this model is effected by turning the screw and pushing the 
moveable reflective surface along the base of the model. Each complete turn of the screw 


moves it approximately 1/32". The screw is held level by a screw hold made of aluminum and 
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riveted securely to the aluminum base. On the base of the model, in viewing area of the 
reflective surface movement, are graduated etched markings reflecting measured known 
distances of 1/10" and 1/20" for theoretical comparison to measured elongations derived 
from changes in frequency. Finally, the model is in a square plastic container slightly larger 
than the base of the model and 105 mm in height to hold water during testing. 

b. Set-up 

Testing with the open channel model does not depend on pressure or 
temperature. The total elongation effected during each trial is limited, however, by the 
maximum elongation accurately determined by the VFPPLL. The model is placed in the 
plastic container and the container is filled with water. The transducer is attached to the 
moveable reflective plate using ultrasound transmission gel only, and the model is ready for 
testing. 

CG Procedure 

The procedure for testing the open channel model is relatively easy, but care 
must be taken since the majority of error in testing this model will be due to human 
interaction. Data collected during these trials will consist of frequency values from the 
VFPPLL and approximate values of elongation effected by an operator. One operator will 
induce an elongation by turning the screw in the screw hold, and the other operator will 
record the amount of approximate elongation and while simultaneously taking a frequency 


reading. The results of these trials are presented in Chapter IV. 
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IV. RESULTS AND DISCUSSION 


In general, the data collected in testing and presented in this chapter will be in the 
form of graphs and charts. For all graphical representations, RED circles represent data for 
the HOT trials, YELLOW triangles represent data for ROOM TEMPERATURE trials, and 
BLUE squares represent data for COLD tnals. The raw data, most often in the form of 
Microsoft EXCEL files, are in appendices and labeled as to their content. 


A. OPERATING LIMITS ON TEMPERATURE AND PRESSURE OF THE 
VFPPLL (ALUMINUM MODEL) 


1. Frequency vs. Pressure 

a. Results 

The effect of temperature on the frequency of the VFPPLL instrument, and 
therefore the measured elongation, was analyzed for temperatures in the broad ranges HOT, 
COLD and ROOM TEMPERATURE. A comprehensive graph relating frequency to 
pressure, of the nine individual trials performed, three each in the three temperature ranges, 
is shown as Figure 4.1. Tables 4.1, 4.2 and 4.3 represent the values for the correlation 
coefficients of the data for the relationship between frequency and pressure and the slope of 
the line representing the relationship of frequency to pressure for each temperature range, for 
the HOT, ROOM TEMP and COLD tnals respectively. Each table lists the average value of 
the three individual trials, which is used in the final analysis. Figure 4.2 represents the 
processed data; the average values for each temperature range of frequency vs. pressure for 


the HOT, COLD and ROOM TEMPERATURE tnials. 


Ze 








frequency vs. pressure 
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80 


60 


pressure (psi) 


Figure 4.1 Individual HOT, ROOM TEMP and COLD Trials; 





Frequency vs. Pressure. 
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Frequency vs. Pressure Correlation Coefficient 


HOT (1) 0.99372 0.00108 
HOT (2) 0.90629 0.00052 


HOT (3) 0.73628 0.00047 
| average *used | __0.89369 | ~——g.g00so__ 


Table 4.1 Correlation Coefficients and Slopes for HOT Temperature Trials. 







Frequency vs. Pressure Correlation Coefficient D 


ROOM TEMP (1) -0.43110 -0.00027 
ROOM TEMP (2) 0.96064 0.00101 


ROOM TEMP (3) 0.10603 0.00010 
average * usea 0.00106 


Table 4.2 Correlation Coefficients and Slopes for ROOM TEMP Trials. 





Frequency vs. Pressure Correlation Coefficient 


COLD (1) 0.91881 0.00268 
COLD (2) 0.98808 0.00493 


COLD (3) 0.99914 0.00594 
0.96356 0.0045 


Table 4.3 Correlation Coefficients and Slopes for COLD Temperature Trials. 





* see discussion for actual averaging analysis 
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Figure 4.2 Average HOT, ROOM TEMP and COLD Trials; Frequency vs. Pressure. 
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b. Discussion 

The average slope of the line relating frequency to pressure for the HOT, 
ROOM TEMP and COLD tnals were compared for analysis of temperature effects on the 
operation of the VFPPLL. For all of the temperature trials, the range of pressure over which 
the VFPPLL was tested was kept constant (0-140 psi). From Tables 4.1, 4.2 and 4.3 the 
average slope of the line for each temperature range indicates there is a larger slope, and 
therefore a greater effect on the frequency of the VFPPLL, over the same pressure range, as 
temperature decreases. The cold temperature range has the greatest effect on the frequency, 
the room temperature range has the next greatest effect, and the hot temperature range has 
the least effect on the frequency of the VFPPLL instrument as the pressure is increased. 

Not all the data was included in the averaging analysis. In the hot trials, the 
first trial was not used due to incorrect usage of the VFPPLL instrument; the wave peak 
locked onto was not the correct wave peak and that trial was discarded. In that trial, the peak 
that was used to lock the instrument initially did not correspond to the reflection off the back 
surface (steel endcap). The data is included to show trend, but is not of sufficient quality to 
warrant inclusion in the more detailed analysis. In the room temperature trials, the first trial 
was not considered, and only the values of frequency for pressures between 30 and 110 psi 
were considered from the third tnal. The first trial produced data that was extremely erratic, 
most likely due to the sensitivity of the equipment or an equipment malfunction. The third 
trial had inconsistencies at the beginning and at the end of the run, but the center values were 
consistent with the ongoing trend and were utilized. In the cold trials, all data had consistent 


trends and was used. 


a1 


The numerical data collected in each of the HOT, ROOM TEMP and COLD 

trials and the individual trial graphs of frequency vs. pressure are presented in Appendix A. 
2 Elongation vs. Pressure 

a. Results 

Along with the analysis of the relationship between frequency and pressure, 
the relationship between elongation and pressure was also examined, representing an 
intermediate step to the ultimate analysis of the relationship between frequency and 
elongation. Figure 4.3 represents the initial graphical data of the nine individual temperature 
trials relating elongation and pressure. Tables 4.4, 4.5 and 4.6 show the individual trial values 
for the correlation coefficient between elongation and pressure, and the slope of the line 
representing that relationship, for the HOT, ROOM TEMP and COLD tnals respectively. 
The average value is listed in each table last, and is the value used in the final analysis. Once 
processed, the average values for elongation vs. pressure are shown for each temperature 


range as Figure 4.4. 
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Figure 4.3 Individual HOT, ROOM TEMP and COLD Trials; Elongation vs. Pressure. 
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HOT (1) 0.99790 0.08730 
HOT (2) 0.99668 0.07897 


HOT (3) 0.99733 0.08351 
9.99779 


Table 4.4 Correlation Coefficients and Slopes for HOT Temperature Trials. 










Elongation ys. Pressure Correlation Coefficient 


ROOM TEMP (1) 0.99924 0.07795 
ROOM TEMP (2) 0.99942 0.07801 


ROOM TEMP (3) 0.99962 0.07897 
average * used 0.99964 


Table 4.5 Correlation Coefficients and Slopes for ROOM TEMP Trials. 









Elongation vs. Pressure Correlation Coefficient i 


COLD (1) 0.99807 0.08538 
COLD (2) 0.99942 0.08853 


COLD (3) 0,09es7 0.08816 
0.99956 


Table 4.6 Correlation Coefficients and Slopes for COLD Temperature Trials. 





average * used 


* see discussion for actual averaging analysis 
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average elongation vs. pressure 
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Figure 4.4 Average HOT, ROOM TEMP and COLD Trials; Elongation vs. Pressure. 
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b. Discussion 

The average slope of the line relating elongation to pressure for the HOT, 
ROOM TEMP and COLD trials provides no conclusive evidence that temperature affects 
elongation when the range of pressure is kept constant. The results of analyzing elongation 
in relation to pressure are independent of the operation of the VFPPLL, but were considered 
as an intermediate step to analyzing the relationship of frequency to elongation. 

The same portions of trials were used in this analysis as in the frequency vs. 
pressure analysis in part one of this chapter, i.e., the first of the hot trials was not used, the 
first of the room temperature trials was not used, only the values of elongation for pressures 
between 30 and 110 psi were used from the third room temperature trial and all data from the 
cold trials was used. 

The numerical data collected in each of the HOT, ROOM TEMP and COLD 
trials and the individual trial graphs of elongation vs. pressure are included in Appendix A. 

3. Frequency vs. Elongation 

a. Results 

The effect of temperature on the frequency of the VFPPLL when measuring 
elongation, and ultimately the relationship between frequency and elongation for three broad 
temperature ranges was analyzed. Individual values of the correlation coefficients and slopes 
of the lines relating frequency to elongation are shown in Tables 4.7, 4.8 and 4.9. Average 
values for each temperature range that are used in the final analysis are listed last in the tables. 
A collective graph of the nine individual trials, three trials each in the temperature ranges of 


HOT, ROOM TEMP and COLD, is presented as Figure 4.5. 
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frequency vs. elongation 
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Figure 4.5 Individual HOT, ROOM TEMP and COLD Trials; Frequency vs. Elongation. 
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Figure 4.6 shows the processed data, the average values of the frequency and elongation for 


each of the three temperature categories, HOT, ROOM TEMP, and COLD. 





: 
HOT (1) 0.99271 0.01229 
HOT (2) 0.91011 0.00655 


HOT (3) 0.75364 0.00578 
). 90474 0. 00616 


Table 4.7 Correlation Coefficients and Slopes for HOT Temperature Tnals. 








average * used 









Frequency vs. Elongation Correlation Coefficient ‘ 


ROOM TEMP (1) -0.41625 -0.00328 
0.95818 0.01297 


0.10902 0.00131 
average 0.95818 


Table 4.8 Correlation Coefficients and Slopes for ROOM TEMP Tnials. 













ROOM TEMP (2) 







ROOM TEMP (3) 


* usec 











COLD (1) 
COLD (2) 
COLD (3) 





Correlation Coefficient | __—=—Slope_—| 


0.90512 0.03081 
0.98445 0.05541 


0.99875 0.06827 


Table 4.9 Correlation Coefficients and Slopes for COLD Temperature Trials. 















average * used 


* see discussion for actual averaging analysis 
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average frequency vs. elongation | 
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Figure 4.6 Average HOT, ROOM TEMP and COLD Trials; Frequency vs. Elongation. 
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b. Discussion 

The average slope of the line for all three temperature ranges HOT, ROOM 
TEMP and COLD, relating frequency to elongation, were compared to determine whether 
or not temperature and pressure affected the operation of the VFPPLL by affecting the 
frequency values. For all the temperature ranges and trials, the range of pressure over which 
the VFPPLL instrument was tested was 0 - 140 psi. From Tables 4.6, 4.7 and 4.8 it is shown 
that the effect temperature has on the relationship of frequency to elongation is the same as 
the effect temperature has on the relationship of frequency to pressure. The average slope 
of the line relating frequency to elongation increases with decreasing temperature when the 
pressure range over which the testing occurs is held constant. In other words, cold 
temperatures have the greatest effect on frequency, room temperatures have the next greatest 
effect, and hot temperatures have the least effect on the frequency of the VFPPLL over a 
range of pressure increase. 

The averaging analysis did not include all the data. In the hot trial data, the 
first trial data was excluded again, as the wave peak locked onto was not the correct wave 
peak. Of the room temperature trials, the first trial data was again excluded due to equipment 
sensitivity problems and this time the center portion of elongation data related to pressures 
between 30 and 110 psi, was not used. Averaging was not possible combining the second 
trial and the 30 to 110 psi pressure range of elongation data for the third trial due to using 
normalized frequencies. All cold trial data was successfully used in the averaging analysis. 

The numerical data collected in each of the HOT, ROOM TEMP and COLD 


trials and the individual trial graphs of frequency vs. elongation are included in Appendix A. 


40 





B. CALIBRATION 
1. PVC Model 

a. Results 

The concept behind the PVC model was to create a model made of a material 
that will behave more like the human skull when expanded. Therefore this model is more 
suited to the purpose of calibration of the VFPPLL instrument. The pressure increase within 
a human skull to effect elongation is extremely small compared to the pressure needed to 
effect elongation in the aluminum model. The PVC model needs much less pressure to effect 
elongation and ultimately the elongation term in the frequency equation becomes more 
significant than the pressure term. The PVC model has similar frequency to pressure and 
frequency to elongation relationships as the human skull, and for that reason is a better bench 
test model than the aluminum model. The proposed frequency equation is restated here for 


clarity and convenience of the reader as Equation (2.3) 
Af (Ax, T, p) = ¢(T) > Ap + eT) + Ax 


Figures 4.7 and 4.8 demonstrate the relationship between frequency and elongation and are 
two representative elongation trials of the PVC model with small amounts of pressure, 1.e., 
less than 25 psi. As the figures show, frequency is directly proportional to elongation; when 
elongation increases, frequency decreases, and positively correlates to the same relationship 
within the human skull. Appendix B contains the graphs of all nine trials of the PVC model 


testing, as well as the data collected. 
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Figure 4.7 PVC Model Run 1; Frequency vs. Elongation. 
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Figure 4.8 PVC Model Run 2; Frequency vs. Elongation. 
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b. Discussion 

The purpose behind development and testing of the PVC model is to establish 
the same relationship, or trend, between frequency and pressure as that seen in the human 
skull. In the human skull, the frequency measurements are used to calculate elongation using 
the frequency equation, and this elongation is compared to the elongation calculated from the 
strain gage readings from the PVC model. With this accomplished, the elongation to pressure 
trend in the PVC model can be compared to the same trend in the human skull and a 
multiplicative factor assigned to mathematically relate the two. In the preliminary testing 
done for this thesis, no definitive pressure measurements could be made from the PVC 
model, and therefore no comparison between frequency and pressure, and consequently 
elongation and pressure, could be made. 

2. Open Channel Model 

a. Results 

The purpose of the open channel model is to compare physical measurements 
with measurements derived from the frequency observations of the VFPPLL. Both the PVC 
model and the Open Channel model are for the purpose of calibration of the VFPPLL, but the 
Open Channel model allows for physical elongation to be compared to elongation calculated 
from frequency observations vice elongation effected by an increase in pressure as in the 
PVC model. The results of the Open Channel model are favorable, i.e., they compare well 
to approximate elongations effected by the operator, but there is a large degree of human 
"eye-balling” of physical distance which can account for large amounts of error. Figures 4.9 


and 4.10 are graphical representations of the results of the comparison of physical elongation 
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to the elongation calculated from the frequency observations of the VFPPLL. A total of 16 
trials were completed with the Open Channel model, and all the trial graphs are listed in 
Appendix C. Along with the graphs in Appendix C is the numerical data collected from each 


of the 16 trials. 
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Figure 4.9 Open Channel Model Run 2; Frequency vs. 
Elongation. 
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b. Discussion 

The testing of the Open Channel model, as in the testing of the PVC model, 
could be improved. The pressure data in the PVC model testing was not available to get a 
relationship between frequency and pressure, so only frequency and elongation data could be 
used to establish a trend between the two values. As in the PVC model, use of the Open 
Channel model is limited in that the values of physical elongation are approximate. When the 
physical values are compared to the elongation calculated from the frequency observations 
of the VFPPLL, only a trend can be established. No precise determination of the comparison 
between physical and calculated elongation from frequency measurements of the VFPPLL 


instrument can be made with this model. 
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V. CORRELATION TO THE HUMAN SKULL 


A. CADAVER STUDIES 

1. Background 

Invasive methods of measuring and monitoring intracranial pressure are dangerous to 
a live human subject. Cadavers are therefore utilized as a replacement subject for study of 
intracranial pressure and intracranial distance measurements. The VFPPLL collects frequency 
data, elongation is calculated from the frequency data, and from these intracranial distance 
measurements, intracranial pressure can be inferred based on the results of these cadaver 
studies. Of note, these cadaver studies are not yet complete, so a definitive relationship 
between intracranial pressure and effected intracranial elongation is not yet available. This 
study has been ongoing for the last several years and will be continuing for several years to 
come. 

2. Discussion 

Since this thesis was done in conjunction with the NASA Ames Research Center, 
Space Physiology Laboratory, and two cadaver studies had already been completed prior to 
this thesis, cadaver data was readily available. One additional cadaver was available and 
studied during the timespan of this thesis and is included as part of the data collection for this 
thesis. Results from all three cadavers will be represented, but only Cadaver C was studied 
by the author. 

A relationship between intracranial pressure and intracranial distance (elongation) is 


desired so that when frequency measurements are taken on a live human subject and 
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elongation is calculated from these frequency measurements, intracranial pressure can be 
accurately inferred. Figure 5.1 is the reduced and processed data collected on Cadaver A and 
Cadaver B, provided for instructional purposes only by the Space Physiology Laboratory at 
NASA Ames Research Center [Ref. 2]. Figure 5.2 is the reduced and processed data 
collected on Cadaver C [Ref. 2]. Actual data collected included frequency observations and 
intracranial pressure measurements effected by infusing saline solution into a burr hole in the 
lateral ventricle of a human cadaver, at a rate of 50 samples/second. Data reduction was done 
on the raw accumulated data to get a reasonable number of data points for graphing purposes. 
Following the numerical data are Figures 5.3, 5.4 and 5.5, the graphical representations of the 
processed data in Figures 5.1 and 5.2, and demonstrate the linear relationship between 
intracranial distance and intracranial pressure for Cadaver A, Cadaver B, and Cadaver C, 
respectively. The raw data graph, before data reduction, of frequency and intracranial 


pressure plotted over time for Cadaver B is also shown as Figure 5.6 [Ref. 2]. 
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Figure 5.1 Numerically Reduced Data on Cadaver A and Cadaver B. 
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Figure 5.2 Numerically Reduced Data on Cadaver C. 
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Figure 5.3 Cadaver A; ICD vs. ICP. 
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Figure 5.4 Cadaver B; ICD vs. ICP. 
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Figure 5.5 Cadaver C; ICD vs. ICP. 
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Figure 5.6 Pre-processed Cadaver B Data; Frequency vs. Time 
and ICP vs. Time [Ref. 2]. 
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The linear relationship between intracranial distance and intracranial pressure for the 
three cadavers is shown by the slope of the line relating the two parameters. Table 5.1 gives 
the equation of the line (including slope and y-intercept) and the correlation coefficient 


between them. 






[equation of the tine | correlation coefficient _| 


y=0,002 x +0.015 0928 
| __ Cadaver C_|__y=0.012x-.0.076 0.938 


Table 5.1 Equations Representing the Linear Relationship Between ICD and ICP and 
Corresponding Correlation Coefficients. 













For the equations in Table 5.1, 
y = intracranial distance calculations (ICD) 
x = intracranial pressure measurements (ICP). 
These three cadavers represent only initial studies and more data is required to make a 
deterministic evaluation of the relationship between ICD and ICP. Once a definitive baseline 
is developed of the relationship between ICD and ICP, future comparisons to frequency, and 


ultimately elongation and therefore pressure of the VFPPLL instrument can be evaluated. 
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VI. FURTHER DISCUSSION AND CONCLUSIONS 


A. THEORY 

Relating back to the purpose of this thesis, to develop a bench test model that will 
calibrate the PPLL and establish broad operating limits on the parameters temperature, 
pressure, and elongation over which the PPLL can accurately operate, the data collected is 
condensed and all conclusions are discussed within this chapter. The proposed frequency 


equation, Equation (2.3), is restated here for convenience of the reader. 


Af (Ax, T, p) = ¢(T) + Ap +c(T)- Ax 


Figure 6.1 is a simple drawing of an example of "elongation", or Ax. The container, 
whether an open channel type or a thin-walled pressure vessel type as in the PVC model, 
contains water and is the medium through which the ultrasound toneburst travels. It is of 


original length x,, and final length x, plus some finite value of Ax; 1.e., 


X-= Xq + Ax 
(6.1) 
where 
X- = final length 
Xp = initial length 


Ax = effective change in length, which is comparatively calculated from observed frequencies 


on the VFPPLL instrument digital readout. 
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Figure 6.1 Example of Elongation. 


The PPLL instruments calculate this elongation using the parameters observed as output from 
either the constant frequency or the variable frequency version of this instrument. 

For a constant speed of sound in water, as Ax increases, Af should decrease; i.e., it 
takes longer for the sound wave to traverse a greater distance and since frequency is the 
inverse of time, frequency should decrease. However, in the case of the aluminum model, the 
opposite is occurring: as Ax increased, frequency increased as well. This is explained with 
basic physics. The pressure on the water in the aluminum pressure vessel is being continually 
increased, which increases the density of the water. The speed of sound increases when the 
density of the medium increases [Refs. 19 and 20], and even though Ax is increasing, the 
traversal takes less time, so frequency increases. This pressure effect changes when 


temperature differences are also involved, which complicates things. The density of the 
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medium is affected by temperature as well as pressure. As the temperature increases the 
density decreases, therefore the speed of sound decreases and the effects of temperature and 
pressure on density and the speed of sound in water have opposing effects on each other. 

Of the two terms in the proposed expanded frequency equation, both terms are a 
function of temperature, i.e., pressure is affected by temperature in the first term and 
elongation is affected by temperature in the second term. The results of the testing of the 
three bench test models provide the following conclusions. 

In the aluminum model, temperature affects frequency observations of the VFPPLL 
instrument. Under conditions of increasing pressure, the first term involving pressure 
dominates the frequency change and the second term involving elongation, is considered 
negligible in comparison. Results of the HOT, ROOM TEMP and COLD tnials show that as 
elongation increases, frequency increases; the inverse relationship of what occurs in the 
human skull, which indicates dominance of the pressure term over the elongation term. When 
the elongation term is considered negligible, the proposed frequency equation is reduced to 

Af (Ax, T, p) = ¢(7) > Ap 
(6.2) 
where the constant c, is simply the slope of the line relating frequency and pressure, and 1s 


given as 


Ap (6.3) 


2 


The values of c, clearly indicate that temperature affects the frequency observations of the 
VFPPLL. COLD temperatures have the greatest effect, ROOM temperatures have the next 
greatest effect and HOT temperatures have the least effect on frequency observations of the 
VFPPLL. Figure 6.2 reflects the relative effect of the broad temperature ranges on frequency 
readings observed; average values of the slopes of the frequency vs. pressure lines from 


Tables 4.1, 4.2 and 4.3 (c, values) which are graphed against temperature. 
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Figure 6.2 C, vs. Temperature. 


The temperature trials also indicate, in the graphs of elongation vs. pressure, that the 
elongation term in the proposed frequency equation is not a function of temperature over the 
range of temperatures investigated. The slopes of the lines relating pressure and elongation 
are relatively equal in magnitude, indicating no dependence on temperature in the ranges 


investigated. Figure 6.3 reflects this conclusion, where average values of the slopes of the 
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of the lines relating elongation to pressure are from Tables 4.4, 4.5 and 4.6. This reduces the 


proposed frequency equation to 


Af (Ax, T, p) = ¢(7) > Ap+c,: Ax 
(6.4) 


which becomes the frequency equation relevant to the Aluminum model. 
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Figure 6.3 Slope of Elongation vs. Pressure, vs. Temperature. 


Since the frequency of the VFPPLL is affected by more parameters than just 
elongation, i.e., temperature and pressure, thought must be given to the environmental 
conditions where it will be in use. When the instrument is used in a military combat field 
setting or in conjunction with the U.S. Space Shuttle Program, environmental conditions such 


as temperature will most likely be within the limits the instrument is capable of tolerating. 


a7 


Normal body temperature of about 100°F is most comparable with the HOT temperature 
trials, which least affected the frequency of the PPLL, so operation of the instrument in this 
temperature range minimizes temperature effects. It should be noted however, that 
fluctuating temperature will affect frequency observations, and the instrument should be used 
in the same operating regime as it is calibrated in, 1.e., if operating in the normal body 
temperature range (~100°F), the bench test model should calibrate the instrument with water 
in the same temperature range (see Figure 6.2 for relative effects of the broad temperature 
ranges on the frequency of the VFPPLL). Pressure limits will not be exceeded when the 
pressures are comparable to those observed inside the skull of a living human subject, which 
are much less than 20 psi (1 pst = 51.71 mmHg), which the instrument 1s capable of tolerating. 

In the PVC model, the effects of pressure and elongation on frequency are of the same 
relationships as those seen in a human subject; 1.e., as pressure increases, frequency decreases, 
as pressure increases, elongation increases, and as elongation increases, frequency decreases. 
The elongation term of the proposed expanded frequency equation dominates over the 
pressure term, having a much greater effect on the frequency of the VFPPLL. This is 
demonstrated by the relationship of frequency to elongation; as elongation increases, 
frequency decreases as expected and with the same relationship when compared to the human 
skull. The proposed frequency equation, Equation (2.3), is restated here for reader 


convenience as 


A] (Axe) = ¢ 1) Ap cl) ax 
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where C2 is given as (from Equation 2.2) 


Xo (6.5) 


To attempt to consider the pressure term negligible in the frequency equation used for the 
PVC model, and further reduce the proposed frequency equation down to its original form 
(Equation 2.2), a comparison between Af/ Ax and the constant c, was made. The value of 
Af / Ax, compared to the c, constant calculated, indicate that although the elongation term is 
the dominating term of the two terms in the proposed frequency equation, the pressure term 
still has some effect on frequency and cannot be considered negligible. The frequency 
equation relevant to the PVC model is therefore given as Equation (2.3). Table 6.1 shows 
the relative magnitudes of the average Af /Ax for each trial compared to the calculated 
constant c,, and the percent difference between the two values. All PVC model trial data is 
listed in Appendix B, including values of Af / Ax for each consecutive data point in each 


individual trial, and the values of the c, constants for each trial. 
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Ld wea |__| % difference 


| Run | -00o141 
|_average || _-0.00178 
Table 6.1 Values of C, and Af/ Ax for the PVC Model. 




















In conclusion, it is established there is a need for a compliant material model that will 
be capable of elongations in the sub-micron range, and measurements derived from the PPLL 
instruments must have an accurate, comparable external source for comparison, i.e., an 
extensometer or strain gage on the PVC Model. The pressure introduced into the bench test 
model must also be accurately recorded. A manometer, which accurately measures pressures 


with a range of approximately 0-100 mmHg (equivalently 0-1.93 psi) will work well with the 


small pressure changes needed to elongate compliant materials. 


In the open channel model, the actual "bench test" model for purposes of this thesis, 
the proposed expanded frequency equation includes only the elongation term, as pressure is 


not a factor in the elongation of the model. The frequency equation relevant to the open 


channel model is therefore simply given as 
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Dy (Dowie yo) Ax 
(6.6) 


where Cc, is again given as Equation (6.5) 


There is good correlation of the comparison between c, and the slope of the line relating 
frequency and elongation. The average value of c2 is -4.37, the average value of the slope 
of the line relating frequency and elongation is -3.47, and the average percent difference 
between the two values is 20.89%. The numerical values for c, and the slope of the frequency 
vs. elongation line for each trial are included in the Open Channel model data found in 
Appendix C. Even though the PPLL instruments measure typical elongations in the sub- 
micron range, there is strong evidence that elongations in the millimeter range are reasonably 
measured. 

Specifications have been established for creating a calibration bench test model of the 
human skull for testing either PPLL instrument. The bench test model must have accurately 
measurable elongation in the sub-micron range and be externally measurable with the use of 
strain gages or an extensometer. If elongation is to be effected by the introduction of 
pressure, that pressure should be in the 0-20 psi range (low pressure range) and be accurately 
recorded, i.e., by a manometer, for comparison with cadaver intracranial pressure (ICP) 


readings. The temperature range of the bench test model should be limited, i.e., if the 
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operation of the PPLL instrument will be in a range near 100°F, the bench test model should 
be calibrated in this limited temperature range. 

The Variable Frequency Pulse Phase-Locked instrument is affected by all of the 
parameters: temperature, pressure and elongation. It behaves as expected on all three bench 
test models tested for this thesis: the Aluminum model, the PVC model and the Open 
Channel model. The results of testing show observed frequency changes in accordance with 
the proposed frequency equation, i.e., the frequency changes as expected due to temperature 
and pressure effects, due to elongation, and due to a combination of both effects 
simultaneously, within specified operating limits of temperature and pressure ranges as 
described within the body of this thesis. A new frequency equation has been established 
indicating temperature and pressure dependence, as well as elongation dependence, and 
values for the constants c, and c, have also been established based on the type of bench test 
model employed. 

B. FUTURE STUDIES 

The PVC model resembles the typical human skull, in the relationships discussed 
above, however further study will be needed to quantify the pressure needed to expand the 
model. Further study into other materials will enable another type of easily expandable 
material to be used for a bench test model, as the concept of elongation due to pressure (as 
in the human skull) is ideal for direct mathematical comparisons to the VFPPLL's relationship 
of intracranial pressure to intracranial distance. 

Cadaver studies will be continuing through the Space Physiology Laboratory at 


NASA Ames Research Center, which will expand the database relating ICD to ICP. When 
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the relationship is refined with more data, a reasonable mathematical relationship can be 
developed. The VFPPLL frequency observations can then be translated into elongations 
(intracranial distances), and accurately related to increased intracranial pressures. 

Further study into the physical parts of the open channel model is needed to accurately 
compare its elongation to calculations from the frequency observations of the VFPPLL 
instrument. The instrument's sensitivity for measurement is on the order of approximately 
0.1 um, therefore much more sophisticated equipment will be needed to construct an open 


channel bench test model with a level of comparable sensitivity. 
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APPENDIX A. ALUMINUM MODEL 


A. NUMERICAL DATA 

All data collected on the Aluminum Model during the testing phase of this thesis is 
included in this appendix. Figures A.1, A.2 and A.3 represent the data for the 9 individual 
temperature trials, 3 each for the HOT, ROOM TEMP and COLD tnals, respectively. 
Figures A.4, A.5 and A.6 represent the data for the average values (see discussion on the 
actual averaging analysis in the Aluminum Model section of Chapter IV, for which data points 
were used in the average values) of the HOT, ROOM TEMP and COLD tnals collectively. 
Figure A.4 is the frequency vs. pressure average analysis, Figure A.5 is the elongation vs. 
pressure averaging analysis and Figure A.6 is the frequency vs. elongation averaging analysis. 
B. GRAPHS 

The graphs presented in this appendix represent all graphed data points collected for 
all temperature trials on the Aluminum Model. All individual temperature trial graphs utilize 
the same coloring scheme to represent data series; i.e., the dark blue series represents 
frequency observations from the VFPPLL instrument vs. pressure, the magenta series 
represents the calculated elongations from the strain gage readings vs. pressure, and the red 
series represents the VFPPLL frequency vs. strain gage calculated elongations. For each 
temperature trial, the relationships between frequency and pressure, elongation and pressure, 
and frequency and elongation are shown. Table A.1 is an easy reference showing which graph 


is in which figure. 
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Figure A.7 HOT (1) Frequency and Axial Elongation vs. Pressure 
Figure A.8 HOT (2) Frequency and Axial Elongation vs. Pressure 
Figure A.9 HOT (3) Frequency and Axial Elongation vs. Pressure 










Figure A.23 COLD (2) Frequency vs. Elongation 
Figure A.24 COLD (3) Frequency vs. Elongation 


Figure A.15 ROOM TEMP (3) Frequency and Axial Elongation vs. Pressure 


Table A.1 Figure Number and Representative Graph. 
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Figure A.2 Numerical Data for ROOM TEMP Tals 
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Figure A.3 Numerical Data for COLD Temperature Trials. 
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Figure A.4 Averaging Analysis for Frequency vs. Pressure Data. 
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Figure A.5 Averaging Analysis for Elongation vs. Pressure Data. 





7] 



























(es)___ELONGATION Tum Tipsy_TELONGATION —Tuum)_—T"Tipsh_—TELon@gaTion "Tou 
PRESSURE [HOT() [HOT HOT@) | [PRESSURE [RUTMPLI) [RMT IRMTMBG) | PRESSURE [cov (1) colo @ Cowon gw) 
i me eos | meee case S ao| WNeeo| ag aaa || al 
[10] _1.346| 0748] 1.197] | 10] 0.748] o7as|___o.see| | 10] 0.000] 1.047] 0.604 
tees] 4765| | ___20| 1.46 | 146) 1.346 | 20] 1.197] 1.945] 160 

[2042] __20a2]_[ 30] 1.945] 2004] 2004| | 30] 2356 2603) __ 2.509 
[_4189| 3480] 3090] | 40] 2693] 2002|_zeazl_| 40] 2002] 740] ___3.aei 
so|_— $86 | eas] [eo] 00] sasof aro) sao] aera 
[~eo| 964] 5306] sees] | 60] 338] «eee «400|_| oo] _«@30| seas] __s.aea 
rol ——rast[ sel ea | rol sono] sans] see| [rol see aaal 
[so] _7.630| 781] 730] | eo] see] 68a] .t34|_| 0] a732| 7.300 781 
[so a.527|__7300[ _esve|_| 90| a2] _eeez]_ese2{_| oof 7230] eral era 
—9sr4|_ezzalaazel | _t00| ___r77e| ___7.779| __7a0| | 100] 0228] 126) eave 
[sof aes sare aaa [ol ara zz eral [ol rs] srl ar 
[120 10.821] 100251 10.173] | 120] 9126] _9275| 9avs|_| 120] 7a] 10.622 10.472 
[130] 148%8| 1062] 10921] | 190] sara] 10023) 10023] | 190] _toa72|__11519| 11370 
ese nara nore sro sie] zse8| ear 
CORREL__| 0.99700] 0.99660] _0.9e733| |__| 090sza1 9042] _0soge2|_| | 0.99607] 090842] 0.90087 
[SLOPE | 0.08730] oo7ss7| o.08ast] || 0.07785, o.oreot| o.o7se7| || 0.08608] 0.08653] 0.08616 
—_ 















nos 
| TaAVERAGE VALUES USED a 
a ee ae gs ae IN PLOTTING 







ee ae aa ae 
[oe ee oe ee _| ceo sont | osvrra| aseoes|osesse ws. | | ae 
pO core tarot ome ||| 


Figure A.6 Averaging raat for Frequency vs. Elongation Data. 
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Figure A.8 HOT (1) Frequency vs. Elongation. 


13 








frequency vs. pressure and elongation vs. pressure 
484.940 ae 









484,920 
4B4.900 fo oe cc 
484.880 


484.860 





frequency (KHz) 





axial elongation (mm) 


484,820 |. .. | 









i ee Pe eas 


pressure (psi) 





484.940 
484.930 ee 
484920 tee ee 
484.900 4... 


484.890 | - 


-_ 
N 
ae 
< 
— 
> 
e 
e 
o 
= 
Ss 
2 
= 


494980 Se ees 
484870 


6.000 8.000 10.000 12.000 
elongation (mm) 





Figure A.10 HOT (2) Frequency vs. Elongation. 
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Figure A.12 HOT (3) Frequency vs. Elongation. 
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Figure A.13 ROOM TEMP (1) Frequency and Axial Elongation 
vs. Pressure. 
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Figure A.15 ROOM TEMP (2) Frequency and Axial Elongation 
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Figure A.16 ROOM TEMP (2) Frequency vs. Elongation. 
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Figure A.17 ROOM TEMP (3) Frequency and Axial Elongation 
vs. Pressure. 
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Figure A.18 ROOM TEMP (3) Frequency vs. Elongation. 
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Figure A.19 COLD (1) Frequency and Axial Elongation vs. 
Pressure. 
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Figure A.20 COLD (1) Frequency vs. Elongation. 
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Figure A.21 COLD (2) Frequency and Axial Elongation vs. 
Pressure. 
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APPENDIX B. PVC MODEL 


A. NUMERICAL DATA 

All data collected on the PVC Model during the testing phase of this thesis is included 
in this appendix. Figures B.1, B.2 and B.3 represent data for the 9 individual trials; Figure 
B.1 contains Runs 1, 2 and 3, Figure B.2 contains Runs 3, 4 and 5, and Figure B.3 contains 
Runs 7, 8 and 9. 
B. GRAPHS 

The graphs presented in this appendix represent all graphed data collected on the PVC 
Model. All graphs demonstrate the relationship between frequency and elongation, with the 
purple series representing the frequency derived (from the VFPPLL instrument) elongations 
and the green series representing the calculated elongations from the actual observed strain 
gage readings. Figures B.4 and B.5 contain Runs 1 and 2, Figures B.6 and B.7 contain Runs 
3 and 4, Figures B.8 and B.9 contain Runs 5 and 6, Figures B.10 and B.11 contain Runs 7 
and 8, and Figure B.12 contains Run 9. Of note, Figures B.2 and B.3 are a repeat of Figures 


4.7 and 4.8; they are repeated here for convenience of the reader. 
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Figure B.2 PVC Model Numerical Data Runs 4, 5 and 6. 
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Figure B.3_ PVC Model Numerical Data Runs 7, eal: = 9. 
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frequency vs. elongation 
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Figure B.4 PVC Model Run 1; Frequency vs. Elongation. 
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Figure B.5 PVC Model Run 2; Frequency vs. Elongation. 
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frequency vs. elongation 
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Figure B.6 PVC Model Run 3; Frequency vs. Elongation. 
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Figure B.7 PVC Model Run 4; Frequency vs. Elongation. 
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elongation vs. frequency 
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Figure B.8 PVC Model Run 5; Frequency vs. Elongation. 
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Figure B.9 PVC Model Run 6; Frequency vs. Elongation. 
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elongation vs. frequency 
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Figure B.10 PVC Model Run 7; Frequency vs. Elongation. 
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PVC Model Run 8; Frequency vs. Elongation. 
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elongation vs. frequency 
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Figure B.12 PVC Model Run 9; Frequency vs. 
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APPENDIX C. OPEN CHANNEL MODEL 


A. NUMERICAL DATA 

All data collected on the Open Channel Model during the testing phase of this thesis 
is included in this appendix. Figures C.1, C.2, C.3, C.4, C.5, C.6, C.7 and C.8 represent the 
data for the 16 individual trials; Figure C.1 contains Runs 1 and 2, Figure C.2 contains Runs 
3 and 4, Figure C.3 contains Runs 5 and 6, Figure C.4 contains Runs 7 and 8, Figure C.5 
contains Runs 9 and 10, Figure C.6 contains Runs 11 and 12, Figure C.7 contains Runs 13 
and 14, and Figure C.8 contains Runs 15 and 16. 
B. GRAPHS 

The graphs presented in this appendix represent all graphed data collected on the 
Open Channel Model. All graphs demonstrate the relationship between frequency and 
elongation, with the purple series representing the frequency derived (from the VFPPLL 
instrument) elongations and the green series representing the physically effected elongations. 
Figures C.9 and C.10 contain Runs | and 2, Figures C.11 and C.12 contain Runs 3 and 4, 
Figures C.13 and C.14 contain Runs 5 and 6, Figures C.15 and C.16 contain Runs 7 and 8, 
Figures C.17 and C.18 contain Runs 9 and 10, Figures C.19 and C.20 contain Runs 11 and 
12, Figures C.21 and C.22 contain Runs 13 and 14, and Figures C.23 and C.24 contain Runs 


15 and 16, respectively. 
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Figure C.1 Open Channel Model Numerical Data Runs | and 2. 
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Figure C.2 Open Channel Model Numerical Data Runs 3 and 4. 
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Figure C.3_ Open Channel Model Numerical Data Runs 5 and 6. 
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Figure C.4 Open Channel Model Numerical Data Runs 7 and 8. 
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Figure C.5 Open Channel Model Numerical Data Runs 9 and 10. 
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Figure C.6 Open Channel Model Numerical Data Runs 11 and 12. 


oO” 




















CS eee ee 7) 
Y ax | frequency _ 

round-trip coo om aes zara 
|__| 0482-0 503[-0:302|_-0.132| 486. 199| 226.759] 
0132/0312. 0614-0265) 487.009) 296.447 
-__——-9:133. 0240" 0.886. 0397] 487.797 296 205 
520178) t.034 0.590) 488 313) 306 027 
9.132) 9.186" —-1.220/ 0.661 _-488.852| 225.840 
0-133-016-1346) 0.794) 489.216) 295.715 
0183-0246 1.592, 0.926) 489.928, 295.469 

a) oe 


a aa ee 
(CORREL | 0.99113) [ea =-fo/Xo=| 4.27490 kHz/mm | 
de 


ae) ere ae a a 
SLOPE | -2.88623, | 
rn ns a eee ee ea 
ee) eee eae 
a a ae 
Piers ieee rei eee ee eee ee 






























———— 
a a 
227. a | Ax. ~—s|s frequency | 


fe 


round-trip) a A oe A 

0.132] 0.121] 0.121] 0.132] 484.713] 227.534 
in 9) 0572027820 268] 488.382] 207377 
po | 0.132) 0.180) 0.458) -0.397| 486.149) 227.197 
po 0932] 0.163) 0.621] -0.529| 486.845) 227.034) 
P0132] 0.086) 0.707! 0.661] —-487.213| 226.948) 
po 0.132) 0.147) 0.854) -0.794| 487.844) 226.801) 
pT 0.432} 0.106] -0.960/-0.926| 488.298] 226.695 
ee | ea ae a 


| 
CORREL | 0.99682) [ea =-fo/xo=|  -4.25379|kHz/mm | 
rs a a 

SLOPE | 4.26887) | 
Pe | i 
| Bea J. | See. J ae ae 
hb ee ee eee es ee ee 
eee Ee eee 

iS 2A 

Le EE ee 
SSE 
<< Janos sa 
ae ee ee eee eee 


Figure C.7 Open Channel Model Numerical Data Runs 13 and 14. 
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Figure C.8 Open Channel Model Numerical Data Runs 15 and 16. 
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frequency vs. elongation 
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Figure C.9 Open Channel Model Run 1; Frequency vs. Elongtion. 





frequency vs. elongation 
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Figure C.10 Open Channel Model Run 2; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.11 Open Channel Model Run 3; Frequency vs. 
Elongation. 





frequency vs. elongation 
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Figure C.12 Open Channel Model Run 4; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.13 Open Channel Model Run 5; Frequency vs. 
Elongation. 


frequency vs. elongation 
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Figure C.14 Open Channel Model Run 6; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.15 Open Channel Model Run 7; Frequency vs. 
Elongation. 
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Figure C.16 Open Channel Model Run 8; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.17 Open Channel Model Run 9; Frequency vs. 
Elongation. 
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Figure C.18 Open Channel Model Run 10; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.19 Open Channel Model Run 11; Frequency vs. 
Elongation. 
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Figure C.20 Open Channel Model Run 12; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.21 Open Channel Model Run 13; Frequency vs. 
Elongation. 
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Figure C.22 Open Channel Model Run 14; Frequency vs. 
Elongation. 
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frequency vs. elongation 
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Figure C.23 Open Channel Model Run 15; Frequency vs. 
Elongation. 
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Figure C.24 Open Channel Model Run 16; Frequency vs. 
Elongation. 
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APPENDIX D. CADAVERS 


A. NUMERICAL DATA 

Representative numerical data collected on Cadavers A, B and C during the testing 
phase of this thesis is included in Chapter V. Figure D.1 contains the remaining reduced and 
processed data on Cadaver C. 
B. GRAPHS 

Figure D.2 represents all cadaver data points on one graph for comparative value only. 


Figure D.3 represents all data points on Cadaver C, presented on one graph for clarity. 
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Figure D.1 All Cadaver C Numerically Reduced Data. 
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ICD vs. ICP 
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Figure D.2 All Cadaver C Data Points; ICD vs. ICP. 
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Figure D.3 Data Points from Cadavers A, B and C; ICD vs. ICP. 
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